No deterioration after 13 years in a stability study of a rabbit brain, plain, thromboplastin, RBT 1010, in rubber-stoppered ampoules.
RBT 1010, a rabbit brain thromboplastin, plain, was prepared at the Thrombosis Reference Centre, Withington Hospital, Manchester, in 1989. The batch has been stored at -20 degrees C, in rubber-stoppered ampoules, for 13 years. The material was unchanged after this time. This was confirmed in a stability study, in which the reagent was used to test the prothrombin times of a panel of plasmas stored in liquid nitrogen, one from a normal volunteer and two from stable anticoagulated patients. RBT 1010 was also tested in calibrations, according to World Health Organization recommendations, against the reference thromboplastin preparations CRM 149S and RBT 90.